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SUMMARY 


A description; modification history; and results of preliminary calibration 
experiments for a small hypersonic arc-heated wind tunnel are presented. Results 
obtained with different arc-heater configurations are described; and it is shown 
that the use of a 12;000-gauss magnetic field to rotate the arc offers distinct 
advantages over an arc-heater configuration with a 4, 000- gauss magnetic field. 
These advantages are in the form of longer electrode life; less contamination; 
and increased steadiness of the flow. Although a higher arc voltage resulted for 
the same gap size for the configuration with the higher magnetic-field strength, 
no increase in arc-heater efficiency was produced. All arc-heater configurations 
were rather inefficient but this was probably, in part, due to the small throat 
size used and the correspondingly low air-mass-flow rates. 

Pitot-pressure surveys along the center line at a stagnation pressure of 
12 atmospheres and a stagnation temperature of about 3,600° K showed that the 
longitudinal Mach number gradient produced in the test section by the 5° half- 
angle nozzle was shallow. In the 3-i nc h-diameter test section the boundary- layer 
displacement was estimated to be about 0.6 inch. 

Comparison of the measured total heat transferred to a small section of the 
wind tunnel, which included the throat, with theoretical predictions indicated 
that the total throat heating for the present system could be predicted reason- 
ably well by using a laminar-boundary- layer heat-transfer theory. 


INTRODUCTION 


The heating of gases by electric arcs has received wide attention in recent 
years. Arc heating is particularly attractive because it can be used to heat 
gases to temperatures much higher than can be reached by utilizing chemical com- 
bustion energy or any- heating process which depends on heq,t transfer from a solid 
material. An excellent review and bibliography of arc-heater development is 
given in reference 1. One application toward which arc-heater development has 
been directed is the simulation of reentry environments. A number of fairly high- 
powered arc heaters have been built and successfully used in materials testing to 



simulate the enthalpies encountered during reentry (for example, refs. 2, 3, 
and 4). Reference 5 gives a discussion of the flight parameters that are of the 
greatest importance for proper simulation in different types of testing. 

Application of arc heating to reentry simulation has been usually concerned 
with producing a high- enthalpy, subsonic, or supersonic flow, and this type of 
application has been very productive, particularly in materials testing. The 
applications which use arc heating to advance the capabilities of hypersonic wind 
tunnels for aerodynamic studies have been somewhat slower to develop but are 
presently beginning to become available. Their slower development has been caused 
by the more stringent requirements of an arc heater for a hypersonic tunnel, 
namely, higher operating pressure and usually less contamination than is abso- 
lutely necessary for a materials test facility. A number of arc-heated hyper- 
sonic tunnels are presently under development or construction but many problems 
remain to be solved before their most efficient utilization can be realized. 

These problems are not all necessarily concerned with arc-heater development but 
are concerned with many other aspects such as nozzle- flow calibration problems, 
throat heating, instrumentation, and so forth. Reference 6 outlines some inter- 
esting nozzle- calibration and instrumentation- development effort that has been 
applied to calibrating a small, fairly low-density, high-enthalpy supersonic 
tunnel . 

This report presents a brief outline of some of the arc-heater and wind- 
tunnel development work which has been done at the Langley Research Center and 
the results of some preliminary calibration experiments. This small pilot- model 
facility was built for the primary purpose of working in the development and cal- 
ibration problems of hypersonic arc-heated wind tunnels, and the design was 
strongly influenced by the requirement of utilizing as much existing equipment as 
possible (for example, a 900 - kilowatt motor- generator and a small two- stage steam 
ejector) . 


SYMBOLS 


A cross-sectional area of nozzle 

A* throat cross-sectional area 

B magnetic- field strength 

d nozzle diameter 

h heat- transfer coefficient 

-g total enthalpy as determined by energy-balance method 

H total enthalpy as determined by sonic- throat method 

t, o 

I electric current 
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I length of coil 

m mass flow of hot air through tunnel after arc ignition 

free- stream Mach number 
N number of turns in a coil 

Nusselt number 

Npr Prandtl number 

Np e Reynolds number 

p.f. total pressure 

p^ free- stream static pressure 

q heat- transfer rate 

R resistance 

s distance along surface 

T r recovery temperature 

T-k total temperature 

T w wall temperature 

free- stream static temperature 

T T reference temperature (defined by eq. (5)) 

V* velocity at sonic throat 

free- stream velocity 
x axial distance along nozzle 

r) E efficiency as determined by energy-balance method 

T| efficiency as determined by sonic- throat method 

b 

p* density at sonic throat 



Subscripts: 


D based on diameter 

s along surface 

2 behind normal shock 


DESCRIPTION OF WIND TUNNEL 


A sketch of the wind tunnel is shown in figure 1 and a photograph showing 
the actual appearance of the tunnel is presented in figure 2. The arc-chamber 
configuration shown in figure 1 is an early configuration no longer in use. The 
facility consists of an arc heater which exhausts air through a water-cooled 
throat section 0.133 inch in diameter, a 5° half -angle conical nozzle, a 3-inch- 
diameter test section with window cavities, a straight-pipe diffuser, and an 
aftercooler to the steam ejector. 

The test air, from 500-lb/sq in. storage tanks, is piped through a flow- 
control valve and flowmeter to the arc chamber. This same 500-lb/sq. in. dry air 
is used to pressurize the water storage tanks (9 bottles, each 7 cubic feet) 
which furnish cooling water to the different components of the tunnel. The tun- 
nel was designed so that separate measurements of the water volume flow and the 
water temperature rise can be taken for each electrode, the plenum chamber, the 
section containing the throat, and the conical nozzle. 


ARC-HEATER CONFIGURATIONS 

The arc-heater designs^- which have been tested were fundamentally similar 
and represented a design which seemed compatible with an existing motor-generator 
power source which had only a 600-volt capability. Figure 3 illustrates the arc- 
heater configurations that have been tested. All configurations used water- 
cooled copper electrodes and a magnetic field to rotate the arc. Two different 
designs which were used for the center electrode are shown in figure k. 


Configurations 1 and 1A 

A cross-sectional view of arc-heater configuration 1 is shown in figure 3( a )* 
This configuration used a magnetic field of smaller strength than was later found 
to be advantageous. The 21 turns of water-cooled tubing of the coil were pow- 
ered separately by a 600-ampere arc welder. For all other arc -heater configu- 
rations the coil or coils were connected in series with the direct- current arc 
and powered by the 900-kilowatt motor- generator. The center electrode shown in 

^Mr. Milton A. Wallio of the Langley Electrical Engineering Branch was to a 
great extent responsible for the design and development of the successfully oper- 
ating arc heaters used in this investigation. 




figure 3(a) was not especially satisfactory since the arc location was sensitive 
to the magnitude of the air-mass flow and since gap sizes larger than 3/16 inch 
could not readily he used. Also considerable electrode erosion occurred and 
repairs to this type of center electrode were expensive. This configuration fur- 
nished some successful tests with arc currents as high as about 1,000 amperes, 
however. The circular symbols in figure 5 show the arc characteristics for this 
configuration at stagnation pressures up to 60 lb/sq in. The arc current was 
varied from about 500 to 1,000 amperes. The square symbols show the arc charac- 
teristics for configuration 1A which is a modification to configuration 1. This 
modification consisted of using the same center- electrode configuration, but an 
additional coil was added identical to that shown for configuration 2 in fig- 
ure 3(b). The wide scatter in the data of figure 5 for configuration 1A is in 
part due to the varying electrode position used. In this case the distance, 
between the point where the center electrode touched the outer electrode and the 
center- electrode position used for the test, was varied from 5/32 to 7/32 inch, 
measured in a horizontal direction. (This dimension does not represent the actual 
arc gap. ) 


Configuration 2 

Figure 3 (b) shows a cross-sectional view of arc-heater configuration 2 . 

This configuration furnished a large number of successful tests, and the arc 
characteristics for this configuration at a stagnation pressure of approximately 
180 lb/sq in. are denoted by the diamond symbols in figure 5 . As figure 5 shows, 
it was possible to operate this configuration at higher power levels than con- 
figuration 1. The doughnut- shaped center electrode (fig. 4(a)) was also easily 
and cheaply replaced whenever a burnout occurred. The tests with this configu- 
ration were conducted with the center electrode spaced 9 / 1 6 inch (in a horizontal 
direction) from the point where the center electrode would touch the outer 
electrode . 

Figure 6 shows a vector diagram of the magnetic- field strength in the region 
of the arc for configuration 2. These magnetic- field strengths were calculated 
for the case which consisted of a current of 1, 600 amperes passing through the 
small coil and 800 amperes through each 32- turn winding of the large coil. Since 
all metal parts of the arc chamber were made of 347 stainless steel or copper, 
there should be negligible distortion of the flux lines due to the arc pressure 
case. Figure 6 shows that the magnetic- field strengths in the region of the arc 
were in the neighborhood of 4,000 gauss for configuration 2 . 


Configuration 3 

A cross-sectional view of arc-heater configuration 3 is shown in figure 3(c), 
and the corresponding arc characteristics for this configuration operating at a 
stagnation pressure of about 180 lb/sq in. are denoted by the triangular symbols 
in figure' 5 - The approximate formula 
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gives the field strength at the center of a solenoid when R and l are expressed 
in inches. With use of this formula the magnetic- field strength was calculated 
to he about 12,000 gauss for tests with an arc current of 1,200 amperes. Meas- 
urements with a gauss meter confirmed this field- strength intensity. The elec- 
trical circuit and the coil data which were used with configuration 3 are shown 
in figure 7. Also shown in figure 7 are some measurements made at various points 
in the electrical circuit during a typical test at a stagnation pressure of about 
180 lb/sq in. Figure 5 shows that with configuration 3 (triangular symbols) more 
power could be put into the arc than with configuration 2 (diamond symbols) and 
that the voltage did not tend to decrease with increasing current as it did for 
configuration 2. These data for configurations 2 and 3 were taken at about the 
same stagnation pressure of 180 lb/sq. in. Since the coils were in series with 
the arc for both configurations 2 and 3, the primary reason for the flatter 
voltage- current characteristic with configuration 3 is the fact that the increase 
in field strength with increase in current was greater for configuration 3 than 
for configuration 2. The stronger magnetic field therefore increases the effec- 
tive voltage gradient between the electrodes at a greater rate with the same 
increase in current. Although the anode for configuration 3 was l/k inch larger 
in diameter t han that for configuration 2, the inner electrode was also increased 
in size so that the radial geometric gap was the same for both configurations 2 
and 3 . Also, the voltage drop across the ballast resistance plus the voltage 
drop across the coil was approximately equal to the voltage drop across the arc 
for both configurations 2 and 3 in this series of tests at a stagnation pressure 
of approximately l80 lb/sq in. The ballast resistance was made less for configu- 
ration 2 than for configuration 3 to allow for the increased resistance of the 
larger coil. It can be shown by a simple derivation that, when the ballast 
resistance is equal to the arc resistance, then minimum power fluctuations will 
occur for small fluctuations in the arc gap. 


INPUT- POWER STEADINESS 


It might be conjectured that the large inductive reactance of the coil would 
tend to dampen any high-frequency oscillations of the arc current and that the 
pure ballast resistance would tend to dampen low-frequency oscillations. The 
voltage- current records for some typical tests are shown in figure 8. The records 
shown in figures 8(a) and 8(b) were taken with a type of instrument which had a 
slow response (about 0.3 second). A comparison of figures 8(a) and 8(b) shows 
that there was a great improvement in the steadiness of the power input to the 
arc for configuration 3 with its high magnetic- field strength as compared with 
configuration 2. (This result is evident even though the scale factor is differ- 
ent in figs. 8(a) and 8(b).) The results of operation at high magnetic- field 
strengths (up to 12,000 gauss) supported the reported data on diffuse arcs pre- 
sented in reference 7 . Figure 8(c) shows an oscillograph record of the voltage 
and amperage across the arc for configuration 3 with its 12,000-gauss field 
strength. The galvanometer element in this instrument was capable of ^a response 
rate of about cycles per second. Figure 8(c) shows that there is about a 
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100-volt fluctuation in the voltage trace whereas the current trace is very- 
steady. 

A series of tests were made with configuration 3 a t stagnation pressures up 
to 435 lb/sq in. For these tests, the arc voltage increased with pressure to a 
value of 355, and it was necessary to decrease the ballast resistance in series 
with the arc in order to stay within the 600-volt limitation of the motor- 
generator power supply. The voltage-current traces were not as smooth as those 
shown in figure 8(b) but were considerably smoother than those shown in fig- 
ure 8(a). 


ARC -HEATER PERFORMANCE 


The two stagnation properties which are usually measured to determine the 
stagnation conditions in an arc heater are pressure and enthalpy. These condi- 
tions, of course, fix all other stagnation properties if the flow is in equilib- 
rium. For the low airflow velocity and correspondingly long dwell time in the 
arc heater of this small pilot-model facility with its small throat size, it was 
assumed that the flow was in equilibrium before reaching the throat section. 
Therefore, the measurement of pressure and enthalpy should determine the state 
of the gas. A pressure tap between the sections comprising the outer electrode 
and the plenum chamber was used for measuring the stagnation pressure. 

The enthalpy was usually determined by two different methods . The first 
method was the commonly used energy-balance method which consists of measuring 
the voltage and amperage across the arc to determine the power supplied to the 
arc, and then subtracting from this power input, the power losses to the cooling 
water. The power losses to the cooling water were evaluated by measuring the 
water flow rates by means of turbine-type flow meters, and the water temperature 
rise was measured by thermocouples in the outlet lines . The water flow rates and 
temperature rises were recorded on self-balancing recording potentiometers . In 
some cases, water temperature was also measured by using a recording oscillograph. 

The second method for determining the enthalpy is based on the assumption of 
sonic flow in the throat and the assumption that the flow remains in equilibrium 
up to the throat section. If the effective throat area is known, the total aver- 
age enthalpy can be obtained from a measurement of the mass flow of air through 
the heater and the stagnation pressure in the heater. The technique for deter- 
mining the enthalpy in this manner is illustrated by writing the continuity equa- 
tion in the following form: 


4 = p*V* ( 2 ) 

A* 


For any set of stagnation conditions, p and V can be calculated by using 
tables of thermodynamic properties of air or a Mollier diagram for equilibrium air. 
Thus, curves of m/A* for various stagnation enthalpies and pressures can be con- 
structed, as for example, on page 70 of reference 8. Experimental measurements 
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of m and p^_ and curves of this type will therefore determine the enthalpy of 

the air. Alternately, curves of this type can be used to determine an analytical 
expression for g as a function of m, p t , and A*. (See ref. 9.) One 

weakness in determining enthalpy by using this technique is the assumption that 
the geometric throat area is equal to the effective throat area. For small throat 
sizes, this assumption can introduce a serious error. 

Bar graphs illustrating the performance of various arc-heater configurations 
for some typical tests as given by the energy- balance method are shown in figure 9* 
Figures 9(a), 9(b), and 9(c) illustrate the performance of configurations 1A, 2, 
and 3, respectively. The stagnation pressure was approximately 12 atmospheres for 
this series of tests. The total enthalpy of the air at the throat location as 
determined by each method is also shown in figures 9(a), 9(b), and 9(c). All con- 
figurations proved rather inefficient. Figure 9(c) shows that, although it was 
possible to get more power into the arc for configuration 3 as compared to con- 
figuration 2 (fig. 9(b)), there was a decrease in efficiency and the power actu- 
ally obtained in the air was no greater. This result was disappointing since it 
was expected that operating at higher voltage across the arc gap would increase 
the efficiency. Although configuration 3 did not operate as efficiently, other 
considerations to be discussed subsequently made it a more desirable configuration 
thah any of the other configurations which were tested. 

The low efficiency of these arc-heater configurations is in part due to the 
small throat size used. References 9 and- 10 indicate that increases in efficiency 
are obtained with increasing airflow rate through the heater. In fact, fig- 
ures 9(c) and 9(d) show a slight increase in efficiency with increasing stagnation 
pressure if the increased losses to the throat section at higher pressures are 
discounted. The efficiency in this case would be the power to the air plus the 
throat loss divided by the input power. The cross-hatched portions of the bar 
graphs in figures 9(d), 9(e), and 9(f) represent the calculated power which is in 
the air at a location just upstream of the throat section if it is assumed that 
radiant- heat losses to the throat section are negligible. The slight increase in 
efficiency produced by increasing the stagnation pressure from about 12 atmospheres 
to about 20 atmospheres (figs. 9(c) and 9(d)) results in spite of the fact that the 
aerodynamic convective heating in the arc chamber is greater at a higher pressure. 

In an attempt to improve the efficiency of arc-heater configuration 3 , bhe 
doughnut- shaped center electrode (fig. 4(a)) was replaced by the cup- shaped center 
electrode (fig. 4(b)). Configuration 3 with a cup-shaped center electrode will be 
referred to as configuration 3-4. The relative performance of configurations 3 
and 3A can be compared in figures 9(d) and 9(c) • Based on the energy-balance 
method, these tests at a stagnation pressure of about 20 atmospheres show a slight 
increase in efficiency is produced by changing from configuration 3 bo configura- 
tion 3A. The converse is true, based on the equilibrium- sonic- flow method. 

Figure 9(f) shows the results of a typical test at a stagnation pressure 
approaching 30 atmospheres. The anode and cathode losses still are not signifi- 
cantly increased because of the higher pressure; however, according to the energy- 
balance method there is little useful power in the air downstream of the throat 
section because of the increased losses in the plenum chamber and the throat 
section. The enthalpy as determined by the sonic-flow method shows an increase in 
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efficiency at this higher operating pressure. Whether this discrepancy is due to 
a violation of the assumptions within the sonic- flow technique or simply inadequate 
exper im ental! accuracy was not determined. It should be noted that, with use of the 
energy-balance method at low arc-heater efficiencies, a small percentage error in 
deter mi ning the losses to the cooling water can cause a large percentage error in 
the power to the air. Since the enthalpy is the power to the air divided by the 
air mass flow, a large error in enthalpy determination results. 


TEST- SECTION CALIBRATION 


Pitot Measurements 

Initial test- section calibration measurements were made with a flat- faced 
water-cooled pitot tube, l/2 inch in diameter. The pitot tube for the longitudinal 
survey along the tunnel axis was supported by a spider in the support box (see 
'fig. l) and extended up through the straight- pipe diffuser to the test section. 

The pitot tube was designed by using stock tubing with three concentric passages 
such that the pressure signal was carried by the inside passage, whereas the outer 
two passages conveyed the cooling water. Figure 10(a) shows the results obtained 
with this pitot tube for the arc-heater configurations with the k, 000- and 
12, 000- gauss fields (square and diamond symbols). The tunnel was operated at a 
stagnation pressure of 12 atmospheres and a calculated stagnation temperature of 
5 , 600° K for these tests. As might be expected there was essentially no effect 
of different arc-heater configurations on the pi tot- pressure measurements. A 
lateral survey made with a pitot tube 3/8 inch in diameter and side-mounted from 
the window cavity also showed no pronounced effect of the different arc heaters. 
(See fig. 10(b).) It was suspected from the start of these pitot surveys that 
the tube was too large for the tunnel so a great deal of effort went into 
attempting to fabricate a pitot probe which was smaller in diameter and yet one 
which would survive the high temperatures. A probe which was cooled by water 
injection (and therefore needed only one water passage) was built and tested but 
there were many difficulties connected with testing this probe. One difficulty 
was that the cooling water would freeze on the nose of the probe with airflow 
through the tunnel before the arc was ignited. Thus, a large ice cap would form 
on the nose in a very few seconds. Eventually a 5/l6- inch- diameter probe made 
completely of copper was built and used to obtain the data shown by the circular 
symbols in figure 10. This probe was fabricated with three concentric passages 
similar to the l/2- inch- diameter probe but the wall thickness of the three con- 
centric tubes was made thinner and the nose of the probe was slightly rounded at 
the edges. From the results of the tests with the two probe sizes it is evident 
that the tunnel flow must have been separated from the nozzle walls for the tests 
with the l/2- inch- diameter probe. 

Figure 11 shows a series of pictures which were obtained from movies of the 
different probes during their tests. The movies were taken at 2k frames per 
second. It can be seen in figure ll(a) that the flow upstream of the l/2- inch- 
diameter probe appears much the same as the flow in the picture on the left of 
figure ll(b) with the 5 /l6- inch- diameter probe. The picture on the left of fig- 
ure ll(b) was taken during the first few seconds after arc ignition and before the 
flow in the test section was fully established. The picture on the right of 
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figure ll("b) was taken after the flow was established. Movies of the test with 
the small probe showed that a shock from the juncture of the conical nozzle and 
the cylindrical test section was formed after the flow was established. This 
shock failed to appear in the movies of the tests with the 1/2- inch-diameter 
probe , and the luminous core was noticeably smaller. The lateral pitot survey 
with the 5/l6- inch-diameter probe (fig. 10(b)) indicates a rise in pitot pres- 
sure at a point about 0 .3 inch from the tunnel center line . The movies indicated 
that this rise in pressure could be attributed to the shock from the cone-cylinder 
juncture . Outboard of this point where the rise in pressure occurs, in the region 
where the pitot-pressure measurements again start decreasing, the pitot measure- 
ments are not to be correlated with the Mach number scales to the right of fig- 
ure 10 because of change in total pressure within the boundary layer. The pres- 
sures associated with the longitudinal survey and the pressures near the tunnel 
center line of the lateral survey can be matched with the Mach number scales, and 
it is seen from figure 10(a) (small probe) that between 1 and 4 inches downstream 
of the cone-cylinder juncture, the longitudinal Mach number gradient is shallow 
for this 5° half -angle conical nozzle . Experimental determination of whether the 
flow is in equilibrium or partially frozen in the nozzle is beyond the scope of 
this report. 

It is interesting to note that, at the cone-cylinder juncture where the geo- 
metric area ratio A/A* is 509; the pitot-pressure results indicate a Mach number 
of about 9*1 for frozen flow and 6.4 for equilibrium flow. One -dimensional calcu- 
lations of the expected Mach number at this area ratio indicate that a Mach number 
of 7*85 should be obtained with equilibrium flow in the nozzle and with no tunnel 
boundary layer. Alternately, the area ratio which would produce a Mach number of 
6.4 with equilibrium flow in the nozzle is 187* This area ratio as determined by 
a one -dimensional analysis and a pitot -pres sure measurement indicates that the 
boundary- layer-displacement thickness is approximately 0.6 inch at the cone- 
cylinder juncture where the nozzle diameter is 3 inches. A similar analysis for 
frozen flow would indicate nearly the same effective area since pitot pressures 
are fairly insensitive to whether the flow is frozen or in equilibrium. 


Flow Steadiness and Contamination 

As previously mentioned, no increase in efficiency was obtained in changing 
from arc-heater configuration 2 to configuration 3* However, large increases in 
electrode life made configuration 3 more desirable. For configuration 2 with its 
4,000-gauss magnetic-field strength, the center electrode eroded about 0.010 inch 
on its outside diameter during a 1-minute test when the center electrode was made 
of electrolytic tough pitch copper. An erosion of about 0.005 inch occurred when 
oxygen-free copper was used for the center electrode. A test which was of 2-second 
duration showed that over 50 percent of this erosion occurred during these 2 sec- 
onds. For a 1-minute test with arc-heater configuration 3; the erosion of the 
center electrode was less than 0.001 inch on the diameter. Corresponding contam- 
ination estimates for the tests with configuration 2 were about 1.5 percent and 
less than 0.2 percent for configuration 3» Figure 12 shows a series of consecu- 
tive frames from a high-speed movie (200 frames per second) of the luminous gas 
cap at the nose of the l/2-inch-diameter water-cooled pitot tube. Figure 12(a) 
shows the results for configuration 2 with its 4,000-gauss field, and figure 12(b) 
shows the results for configuration 3 with its 12,000-gauss field. Both series of 
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pictures were made with the same camera exposure so the decrease in the l umi nosity 
shown in figure 12(b) compared with figure 12(a) actually existed. In fact, it 
was noticeable to the naked eye. It might be expected that the greater l umi nosity 
which occurred for configuration 2 is associated with its greater stream contam- 
ination by vaporized copper. 

It can also be seen that the movies shown in figure 12(b) have less variation 
in luminosity than those shown in figure 12(a). This result indicated that the 
flow with arc-heater configuration 3 might be steadier. 


NOZZLE- THROAT HEATING 


The throat survival problem appears to be one of the most critical problems 
confronting the development of high-enthalpy hypersonic facilities. The survival 
capabilities of water-cooled throat sections are usually limited by the film coef- 
ficient between the throat liner and the water. Of course, increasing the water 
velocity increases this heat- transfer coefficient and increases the performance 
capabilities of the throat. 

A photograph of a portion of one of the throat sections used with the small 
arc tunnel of this report is shown in figure 13 ., and a cross-sectional view of 
this splined copper liner is shown in figure 14(a). Figure 14(b) shows an alter- 
nate design for a throat liner which is made of beryllium copper. It was not pos- 
sible to make an experimental comparison of the survival capabilities of the two 
types of throat designs since the arc heater has not yet been tested at suffi- 
ciently high stagnation pressures and temperatures to threaten the survival of 
either of these types of throat designs. After a period of over 100 tests, the 
splined copper liner broke during a disassembly operation, whereas the liner shown 
in figure 14(b) is still in use. The design philosophy for using the splined cop- 
per liner was to use splines on the water side of the liner to increase the 
strength of the liner and to increase the surface area in contact with the coolant. 
Splines were not used in the beryllium copper liner, and a portion of the high 
thermal conductivity of pure copper was sacrificed for the greatly increased 
strength of the beryllium copper. 

Cooling water was supplied to both throat sections at pressures up to 
400 lb/sq. in. Iron- constant an thermocouples were used on the outlet water lines 
to indicate the temperature rise of the water through the throat section. Signals 
from these thermocouples were automatically recorded on self-balancing potenti- 
ometers. The water flow rates were measured by using turbine- type flow meters, 
and the direct- current signals from the indicators used with these flow meters 
were also automatically recorded on self-balancing potentiometers. The total- heat 
loss to the cooling water during its passage through the throat section could thus 
be measured. These measurements will be compared with theoretical predictions of 
throat heat transfer in this section of the report. 

In order to calculate the heat- transfer coefficients at stations along the 
throat section, it is first necessary to calculate the inviscid flow properties 
at arbitrarily chosen stations along the axis of the throat section. The calcu- 
lation was performed by using the given values of stagnation pressure and enthalpy 
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and the transport properties for high- temperature air which are presented in ref- 
erence 11. With the assumption of equilibrium flow through the throat section, 
the calculated values of stream temperature, pressure, and velocity can be used 
to obtain laminar, compressible heat- transfer coefficients at each station. 

Several empirical equations exist for estimating heat transfer at a series of 
stations along the throat section. It will be shown subsequently that two of the 
equations used, which assume laminar flow through the throat, give good agreement 
with measured values of the total-heat input to the cooling water. An equation 
presented in reference 12, which assumes turbulent nozzle flow, predicts values 
of the total- heat input to the cooling water as much as 3 times higher than the 
measured values . 

The expression for the laminar, compressible heat- transfer coefficient has 
been derived in references 13 and l4 from the Pohlhausen expression which is: 

%u = 0.332W Re ^ 0 -5N Pr 0 -35 (3) 

It is shown in detail in reference 14 that by using equation (3) the heat- 
transfer coefficient can be expressed as: 


h _ 0.00963 (p A ) 0.5 ftatew< * 

T '0.o4 g o.5 

00 

T» = 0.5(T W + Tj + 0.22(T r - T J 

(5) 

T r = + r(T t - Tj 

(6) 


For sufficiently small steps, a continuous curve of the heat- transfer coef- 
ficient can be plotted and a heating- rate profile obtained from: 


q/A = h(T r - Tj (7) 

Such a curve, labeled as reference 14, is given in figure 15 . 

Another equation for calculating stepwise heat- transfer coefficients 
throat entrance regions is given in reference 15 as follows: 

0.o668(d/x)N Re>D N pr 

%u,D = 3* 6 5 + --T7- 

1 + O.oMd/xjN^pRpj, 0 - 667 

In this equation the Prandtl number, viscosity, and conductivity are introduced at 
a reference temperature defined as: 

T' = 0.5(T W + Tj 


in 

( 8 ) 
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The calculated values of q/A with use of equation (8) are also presented 
in figure 15 (labeled ref. 15). Mechanical integration of calculated heating- rate 
profiles, such as are shown in figure 15, were used to obtain the theoretical 
curves shown in figure 1 6. Figure 16 compares the theoretical predictions of 
references l4 and 15 with experimental measurements of the total-heat loss to the 
complete throat section. Within the rather poor experimental accuracy of the 
measurements, the agreement is good. However, the data are sufficiently accurate 
to conclude that measurements of the total- heat input are in agreement with the 
approximate methods of references 14 and 15. 

CONCLUSIONS 

Operational experience and preliminary calibration experiments with a small 
hypersonic arc-heated tunnel have indicated the following general conclusions: 

1. The different arc-heater designs which were tested showed that increasing 
the magnetic- field strength (which is used to produce arc rotation) from about 
4,000 gauss to about 12,000 gauss greatly decreased the electrode erosion and 
corresponding contamination of the airstream. No increase in efficiency was 
obtained, although for the same arc gap the arc voltage was greatly increased. 

2. The variation of the voltage and amperage across the arc with time was 
much smoother for the arc-heater configuration with the high magnetic- field 
strength, and high-speed movies of stagnated air in the test section indicated 
less fluctuation in luminosity for the arc-heater configuration with the high 
magnetic- field strength. 

5. All arc- heater configurations tested were rather inefficient but this was 
probably, to a great extent, associated with the small throat size and corre- 
spondingly low air-mass- flow rates which resulted. Increasing stagnation pressure 
from 12 to about 20 atmospheres increased the efficiency of the arc heater with 
the 12,000-gauss magnetic- field strength. 

4. The 5° half-angle nozzle when tested at a stagnation pressure of 12 atmos- 
pheres and a stagnation temperature of about 5,600° K produced a test Mach number 
of about 6.4 with the assumption of equilibrium flow. The longitudinal Mach num- 
ber gradient was shallow in the region from about ~ to 1 — nozzle diameters down- 

3 3 

stream of the juncture of the conical nozzle and the cylindrical test section. 

5- Measurements of the total heat transferred to a small section of the 
tunnel which included the throat indicated that available laminar heat- transfer 
theories can be used to predict the total heating to this section with reasonable 
accuracy. 


Langley Research Center, 

National Aeronautics and Space Administration, 

Langley Station, Hampton, Va., August 2, 1962. 
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Model support 


Figure 1.- Schematic drawing of arc-heated tunnel. 



Figure 2.- Photograph of arc- heated tunnel (arc-heater configuration 2). L-60- 7288.1 
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Figure 5*- Arc characteristic measurements with various arc-heater configurations. 










Figure 6.- Simplified cross-sectional view of arc-chamber configuration 2 showing coil locations 
and the calculated magnetic- field intensity and direction in the region of the arc for 
1,600 amperes through the small coil and 800 amperes through each 32 - turn section of the 
vS large coil. 
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Figure 7.- Electrical circuit used with configuration 3 showing typical measurements made 
throughout the circuit. (V denotes voltmeter; A denotes ammeter.) 
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(c) Oscillograph record of test with configuration 3 (approximately 12,000-gauss magnetic- field). 

Figure 8.- Concluded. 
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(a) Configuration 1A, p-^ = 11.2 atmospheres, m = 0.0151 lb /sec. 
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Ob) Configuration 2, p t = 12.36 atmospheres, m = 0.0144 lb/sec. 
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(c) Configuration 3, p t = 12.15 atmospheres, m = 0.01 37 lb /sec. 

Figure 9.- Bar graphs of arc- heater performance. Cross-hatched portions 
represent calculated power in air at a location just upstream of throat 
section. 
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(d) Configuration 3> = 19*^5 atmospheres, m = 0.025 lb/sec. 
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(e) Configuration 3A, p^ = 19*85 atmospheres, m = 0.02lr lb/sec. 
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(f) Configuration 3A, p^ = 28.25 atmospheres, m = 0.030 lb/sec. 

Figure 9*- Concluded. 
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(a) Longitudinal survey along tunnel centerline. 



(b) Transverse survey across stream at a station 2.75 inches downstream 

of nozzle exit. 

Figure 10 .- Pi tot- pressure survey. 
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(a) l/ 2 - inch- diameter, flat-faced tube; arc-heater configuration 2 . 




L- 62-2126 

(b) 5 / 16 - inch- diameter slightly rounded tube; arc-heater configuration 3 . 


Figure 11.- Photograph of hot gas cap around pitot tubes. 
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(a) Configuration 2 (4,000-gauss field, p t = 12.2 atmospheres, 

T t = 4,l40° K). 




L- 62- 2127 

(b) Configuration 3 (12,000-gauss field, p^. = 12. l6 atmospheres, 

T t = 3,920° K). 

Figure 12.- Successive frames of a high-speed movie (200 frames per second) 
showing variation in luminosity of the hot gas cap at the nose of a 
l/2- inch- diameter flat- faced water-cooled pitot tube. 
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Figure 13*- Photographs of splined copper throat liner and split housing. 
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Figure 15-- Calculated heating rates along throat section. Tt = 000° K; =12 atmospheres 




